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Mod  am  warfare,  with  its  variety  of  highly  sophisticated  technical 
weapons  systeos,  has  the  potential  of  generating  an  unprecedented  number  of 
casualties  which  can  overwhelm  the  capabilities  of  forward-deployed  combat 
medical  teams  to  assess  and  monitor  injured  combat  personnel.  Therefore,  a 
requirement  exists  for  a  lightweight  system  to  assess  vital  signs  of 
casualties  in  a  toxic  environment.  A  vital  signs  rate  system  could  provide 
a  rapid  and  continuous  evaluation  of  respiration  rate  and  heart  rate  for 
triage. 

The  foundations  of  respiratory  medicine  were  laid  at  the  beginning  of 
the  nineteenth  century  when  Laennec  [1]  established  the  clinical 
relationship  between  respiratory  sound  and  gross  pulmonary  pathology  by  the 
use  of  the  early  stethoscope.  Auscultation  in  respiratory  medicine, 
however,  has  advanced  slowly  since  Laennec  established  auscultation  of  lung 
sounds  as  a  means  of  diagnosing  the  condition  of  the  lungs.  The  slow 
progress  is  due  to:  (1)  a  variety  of  human  factor  problems,  (2)  the 
limitations  of  the  instrumentation,  and  (3)  the  lack  of  total  understanding 
of  the  source  and  mechanism  of  respiratory  sounds. 

Physicians  usually  describe  the  quality  of  sounds  heard  with  subjective 
adjectives  meant  to  convey  the  idea  of  relative  intensity  and  pitch  used  to 
detect  pathology.  fiords  often  employed  to  describe  respiratory  sounds 
heard  through  the  chest  wall  are  soft,  whistling,  rough,  tearing,  rolling, 
harsh,  blowing,  musical,  scratchy,  faint,  moderately  loud,  loud,  low 
pitched,  moderately  low  pitched,  moderately  high  pitched,  and  high  pitched. 
For  adventitious  respiratory  sounds,  words  such  as  dry,  wet,  fine,  coarse, 
etc.  are  often  used  to  qualify  rales,  crepitations,  wheezing,  rhonchi,  and 
stridor  [2].  None  of  these  terms  are  defined  in  the  language  of  acoustics, 
resulting  in  widely  differing  opinions  as  to  their  characteristics  and 
significance.  The  diversity  of  these  terms  coupled  with  the  nonuniformity 
of  their  usage  in  the  medical  field  creates  difficulty  and  confusion  in  the 
use  of  respiratory  sounds  as  an  indicator  of  the  respiratory  system 
condition.  Physicians  not  only  differ  in  the  way  they  interpret  the 
meaning  of  terms,  they  also  have  different  perceptions  of  the  sounds  heard. 
This  difference  in  perception  is  primarily  due  to  the  variations  in  human 
hearing  ability  and  distortion  induced  by  the  detection  instrument 
(stethoscope) . 

Both  the  stethoscope  and  the  ear  have  limitations  in  their  use  as 
instruments  for  the  evaluation  of  respiratory  sounds.  Respiratory  sounds 
have  a  wide  spectrum.  There  is  no  significant  concentration  of  energy  in 
a  particular  frequency  band  except  during  wheezing.  However,  this 
frequency  band  will  differ  from  one  patient  to  another.  In  order  to 
compare  such  relative  frequency  intensities  within  a  particular  sound 
spectrum,  the  measuring  instrument  oust  not  contribute  variations  in 
intensity  as  does  the  conventional  stethoscope.  An  additional  complication 
in  sound  evaluation  is  the  nonlinearity  of  the  human  auditory  system.  The 


ear  recognizes  very  small  differences  in  pitch,  but  its  sensitivity  to 
intensity  variations  decreases  logarithmically  as  the  intensity  increases. 
In  addition,  the  ear's  perception  of  intensity  falls  off  at  both  ends  of 
the  frequency  spectrum  [5].  With  the  introduction  of  advanced  electronic 
microphones,  amplifiers,  and  filters,  the  human  factor  and  instrumentation 
shortcomings  can  be  easily  overcome.  Electronic  instruments  can  be 
designed  to  exhibit  a  flat  frequency  response  over  the  entire  range  of 
respiratory  sound  spectrum.  It  is  the  lack  of  complete  understanding  of 
the  mechanisms  and  sources  from  which  respiratory  sounds  are  generated, 
however,  which  still  poses  obstacles  in  the  acceptance  and  advancement  of 
using  respiratory  sounds  as  a  major  clinical  tool  in  pulmonary  medicine. 

From  previous  research  on  the  mechanism  of  respiratory  sound  generation, 
one  may  conclude  that  respiratory  sounds  are  generated  by  either  turbulence 
or  vortices,  or  perhaps  by  both  of  these  phenomena  within  the  tracheo¬ 
bronchial  tree.  Both  phenomena  occur  when  the  Reynolds  number  of  the  air 
flow  is  greater  than  the  critical  value.  The  Reynolds  number  is  best 
applied  to  smooth  cylindrical  pipes.  The  tracheo-bronchial  tree  is  neither 
smooth  nor  perfectly  cylindrical.  There  are  factors  which  affect  the 
pattern  of  air  flow  and  are  not  included  in  the  calculation  of  the  Reynolds 
number.  Thus  the  two  explanations  served  as  good  preliminary  models  but 
are  still  not  optimized  for  accurate  prediction.  The  understanding  of  the 
mechanism  of  respiratory  sound  generation  remains  in  its  infancy. 

The  correlation  of  respiratory  sound  intensity  and  the  distribution  of 
pulmonary  ventilation  was  first  studied  by  Leblanc  et  al.  [7].  From  their 
study  they  concluded  that  the  intensity  of  respiratory  sounds  varied  with 
lung  volume,  flow  rate,  body  orientation,  and  the  site  of  the  recording. 
Dosani  and  Kraman  [4]  conducted  studies  to  investigate  the  Intensity 
patterns  of  lung  sound  on  the  chest  wall.  They  concluded  that  there  was  a 
considerable  intersubject  and  intrasubject  variability  in  the  amplitude  of 
inspiratory  vesicular  sounds  heard  on  the  chest  wall,  and  that  the 
variability  was  due  to  factors  other  than  the  distribution  of  ventilation 
and  chest  wall  thickness.  These  variations  happen  even  with  normal 
subjects  without  any  diseases  of  the  lung.  They  believed  that  the  other 
factors  included  the  site  of  production  of  these  sounds  and  their 
transmission  through  the  airways  and  lung  tissue.  Dosani  and  Kraman 
pointed  out  that  the  chest  wall  thickness  may  not  have  a  predominant  effect 
on  intensity.  Their  results  showed  that  sound  intensity  at  the  lateral 
wall  was  similar  to  sound  at  positions  near  the  spine  where  the  thickness 
of  the  chest  wall  is  greater.  The  variability  of  acoustic  properties  of 
the  chest  wall  accounts  for  the  variability  of  sound  intensity  as  measured 
at  the  chest  wall.  Previous  research  indicates  that  respiratory  sounds 
measured  at  the  trachea  undergo  very  little  filtering.  Charbonneau  [3] 
stated  that  the  sound  level  is  higher  at  the  trachea  than  at  any  other 
point  of  the  chest  or  back  and  the  localization  of  the  point  is  more 
precise.  Therefore,  recordings  of  the  respiratory  sound  here  were  obtained 
from  the  area  of  the  trachea. 


Studies  at  TAMU 


Our  bioins trumentation  and  signal  processing  laboratory  at  Texas  ASM 
University  has  conducted  research  in  nonin va si ve  measurement  over  the  past 
6  years.  In  particular  our  research  team  has  investigated  the  utility  and 
application  of  respiratory  sounds  acquired  from  the  trachea  with  a  simple 
microphone. 

The  objective  of  one  study  was  to  evaluate  the  correlation  of 
respiratory  flow  rate  with  the  spectral  estimates  of  respiratory  sounds  as 
measured  at  the  trachea  of  normal  young  mm  [8] .  From  results  of  the 
general  linear  modal  (GLM)  multivariate  analysis  of  variance  (ANOVA)  for 
unbalance  data,  it  was  inferred  that  it  is  highly  unlikely  that  the  means 
of  the  parameters  MPF,  FP,  and  FM  at  the  various  constant  flow  rates  are 
equal.  This  means  that  the  characterizing  parameters  are  not  constant 
during  inspiration  nor  are  they  constant  during  expiration.  Because  the 
GLM  ANOVA  test  for  more  than  two  means  cannot  resolve  which  mean  is 
different  from  any  other  mean,  both  Duncan  and  Scheffe  pairwise  tests  were 
performed.  The  implication  from  the  pairwise  test  results  is  that  there 
may  be  a  range  of  flow  rates  wherein  the  characteristic  parameters  may  be 
constant.  Therefore,  regression  analyses  were  performed  over  various 
ranges  of  respiratory  flow.  The  parameters  MPF  and  FP  were  grouped  by  the 
Scheffe  test  from  0.75  L/s  to  1.5  L/s;  therefore,  0.75  L/s  was  selected  as 
the  break  point. 

The  conclusion  reached  from  the  regression  analysis  was  that  a  direct 
linear  relationship  exists  between  the  spectra  parameters  (MPF,  FP,  FM)  and 
flow  rate  in  the  range  from  0.25  L/s  to  about  0.75  L/s  but  levels  off  as 
the  flow  rate  increases  beyond  0.75  L/s  during  inspiration  or  expiration. 
This  is  in  agreement  with  the  finding  reported  by  Forgacs  [6]  that  the 
respiratory  sound  intensity  was  linearly  related  to  respiratory  flow  rate 
within  certain  limits,  up  to  a  flow  rate  of  approximately  60  L/min  (1.0 
L/s)  at  which  point  the  relationship  became  nonlinear. 

The  objective  of  a  second  study  [9]  was  to  determine  whether  respiratory 
sound  data  of  normal  volunteers  and  pulmonary  insufficient  subjects  can  be 
classified  as  normal  or  abnormal  pulmonary  systems  by  discriminant 
analyses.  For  the  discriminant  analysis,  the  data  were  divided  into  two 
subsets,  a  'training'  set  and  an  independent  'test'  set  for  classification 
with  the  discriminants  obtained  from  the  training  set.  The  terminology 
"each"  is  used  when  discussing  data  derived  from  the  individual  spectrum, 
and  "mean"  when  discussing  data  derived  from  the  average  variables  from 
numerous  breaths  measured  from  a  subject.  Classification  with  the  mean 
data  results  in  80%  accuracy  whereas  classification  with  individual  1/4  s 
segments  of  breath  results  in  about  50%  accuracy.  The  improved  accuracy 
with  mean  data  is  the  result  of  better  estimators  due  to  smoothing  of  the 
spectrum  variability  by  averaging.  Also,  it  was  noted  that  an  overall  80% 
accuracy  with  both  "mean"  expiratory  data  and  the  pulmonary  function  test 
(PFT)  data  was  made  possible  because  the  statistical  unit  for  the  PFT  is 
one  subject  or  one  mean  of  several  breaths;  but  even  more  important,  the 
PFT  uses  forced  expirations  for  its  measurements. 


A  third  study  [10]  investigates  the  possibility  of  significant  heart 
sound  contribution  to  respiratory  sound  data  recorded  at  the  trachea  for 
frequencies  greater  than  100  Hz.  Typically,  heart  sounds  have  been  filtered 


at  cutoff  frequencies  less  than  75  Hz.  Segments  of  breaths  from  ten 
subjects  with  and  without  heart  sounds  were  analyzed  and  compared  using  a 
paired  difference  t-test.  The  data  was  filtered  with  a  100  Hz,  8  pole 
digital  filter  prior  to  analysis. 

The  results  show  that  the  presence  of  heart  valve  sounds  does 

significantly  affect  respiratory  sound  data  as  described  by  a  set  of 

spectral  parameters.  Specifically  the  first  three  moments  of  the  frequency 
spectra  were  significantly  affected  as  shown  by  pair  t-tests.  This  implies 
that  respiratory  sound  spectra  studies  in  which  heart  valve  sounds  were 

filtered  below  100  Hz  could  have  errors  in  the  findings  because  of  the 

contribution  of  higher  heart  valve  sound  harmonics. 


Rationale  for  Design  of  Rate  Meter 

The  design  of  the  vital  signs  rate  meter  described  in  this  report  is  an 
outgrowth  from  previous  studies  on  noninvasive  measurement  methods  and 
systems  for  vital  signs  detection  [11,12].  The  purpose  of  the  vital  signs 
rate  meter  is  to  assist  medical  technicians  in  performance  of  triage  within 
a  toxic  environment.  Triage  involves  assessment  and  categorization  of 
casualties  according  to  a  priority  for  further  assessment  and  treatment 
[13-15].  Primary  assessment  of  a  casualty  includes  establishing  adequate 
airway,  checking  the  breathing  pattern,  and  checking  for  the  presence  of  a 
pulse  for  rate  and  relative  strength.  The  physiological  measures  obtained 
during  an  emergency  assessment  are  respiration  rate,  heart  rate,  and  blood 
pressure  [16,17].  Recently,  Sacco  et  al.  [18-20]  presented  a  measure  called 
the  severity  of  injury  index  which  is  derived  from  respiration  rate,  heart 
rate,  and  mobility  or  reaction  to  a  stimulus. 

The  limitations  imposed  by  operations  in  a  toxic  environment  highly 
influence  the  sensor  selection,  sensor  location  on  the  body,  and  the 
overall  device  or  system  design.  The  greatest  limitation  is  the  protective 
garment  which  all  personnel  must  wear.  Exposure  of  incapacitated  personnel 
to  the  toxic  environment  must  be  avoided.  The  garment  is  designed  to 
encapsulate  and  prevent  toxic  agents  from  reaching  the  body,  but  the 
garment  also  limits  accessibility  to  the  body  for  assessment  of  injury  or 
triage.  The  area  of  the  throat  underneath  the  protective  hood,  between  the 
mask  and  jacket,  may  be  exposed  by  lifting  the  front  of  the  hood  carefully. 
The  area  of  the  throat  provides  accessible  body  surface  to  obtain  vital 
signs  from  a  combination  of  sensors. 

At  least  two  approaches  may  be  used  in  the  development  of  a  device  for 
measuring  heart  rate  and  respiratory  rate.  One  approach  is  to  use  only 
hardwired  analog  and  digital  logic  circuits.  In  this  approach  the 
discriminating  and  decision-making  elements  are  fixed  by  the  circuit 
design.  Any  change  to  either  the  discriminating  or  decision  scheme  requires 
a  redesign  and  modification  of  the  hardware  circuit.  Since  decision  making 
is  Imbedded  in  the  logic  circuits,  there  is  no  need  for  software. 


Another  approach  is  a  combination  of  hardwired  circuits  and  programmable 
logic  (software).  In  this  approach  the  analog  signal  detection  and 
preconditioning  are  accomplished  with  analog  circuitry.  The  conditioned 
signal  is  converted  into  binary  format  as  input  to  the  digital  signal 
processing  part  of  the  device.  A  microprocessor  is  used  as  the  basis  for  a 
design  which  provides  flexibility  and  potential  for  future  expansion  of  the 
device.  With  a  microprocessor,  programs  can  be  written  to  perform  addition 
signal  conditioning,  identification  of  signal,  calculation,  and  control  of 
display  rate  and  format.  Software  prograsmdng  permits  changing  parameters 
and  logical  schemes  with  relative  ease  to  accommodate  greater  range  in 
variance  of  physiological  measurements.  Software  modifications  eliminate 
the  need  for  redesign  and  fabrication  of  hardware.  Also,  the  same  digital 
circuitry  and  microprocessor  may  be  reprogrammed  to  function  with  a 
different  type  of  analog  signal.  The  second  approach  was  used  in 

development  of  the  prototype  vital  signs  rate  meter. 

The  prototype  rate  meter  includes  a  microphone  and  a  set  of  dry 
electrodes  as  the  sensor  array.  A  simple  holder  was  designed  to  hold  the 
sensors.  Separate  signal  lines  connect  the  transducers  to  the  electronic 
circuits  enclosed  in  an  aluminum  box.  The  vital  signs  rate  meter  measures 
and  displays  heart  rate  and  respiration  rate  in  a  digital  format. 


THEORY  OF  OPERATION 

The  hardware  of  the  vital  signs  rate  meter  consists  of  analog  and 
digital  circuitries.  The  analog  circuits  are  subdivided  into  dry  electrode 
electrocardiogram  (ECG)  and  respiratory  sound  circuits.  The  ECG  circuitry 
includes  an  impedance  matching  (buffer)  stage;  high  common  mode  rejection 
ratio  (CMRR)  electromagnetic  interference  suppression  stage;  motion 
artifact  removal  stage;  high-frequency  noise  elimination  stage;  and  finally 
the  amplification,  rectification,  and  level  shifting  stage.  The  respiratory 
sound  consists  of  a  preamplifier  and  prefiltering  stage,  low-frequency 
noise  removal  stage,  aaplif ication  with  half-wave  rectification  stage,  and 
respiratory  envelope  and  level  shifting  stage.  The  digital  portion  of  the 
device  is  made  up  of  three  major  subdivisions:  (1)  the  analog- to-digital 
(A/D)  conversion  part  which  includes  multiplexing,  samp 1 e-and-ho Id ,  and  the 
A/D  conversion  part;  (2)  the  signal  processing  part  which  consists  of  the 
microprocessor  and  eraseable  programmable  read  only  memory  (EPROM);  and  (3) 
the  liquid  crystal  display  and  the  associated  controller  circuitry. 
Pigures  1  through  3  are  block  diagrams  showing  the  signal  flow  and  the 
relative  positions  of  the  vital  signs  rate  meter  device  circuits.  The 
functions  and  design  realizations  of  all  of  the  analog  circuits,  i.e.  ECG 
and  respiratory  sounds,  will  be  presented  prior  to  the  digital  circuits. 


ECG  Circuit 


Impedance  Matching  (Buffer)  Stage 


The  first  stage  of  the  dry  electrode  ECG  circuit  is  the  impedance 
matching  or  buffer  stage.  Dry  electrodes  operate  on  the  principle  of 


.  Block  diagram  of  raspiratory  sound  anvalope  circuit. 


displacement  current  or  capacitive  coupling  with  the  electrode  as  one 
parallel  plate  and  the  skin  as  the  other  parallel  plate.  Dry  electrodes  do 
not  require  paste  to  create  a  path  for  ion  flow  [21],  nor  is  there  a  need 
for  skin  preparation.  Without  skin  preparation  and  paste,  the  skin 
impedance  is  extremely  high,  about  10  to  100-megohm  resistance.  A  major 
factor  in  the  design  is  the  need  for  an  Impedance  matching  or  buffer 
circuit  with  very  high  input  impedance  to  accomodate  the  high  magnitude  of 
skin  impedance.  Another  critical  factor  of  this  design  is  the  magnitude  of 
the  displacement  currant.  The  magnitude  of  the  displacement  current  at  the 
throat  area  is  of  the  order  of  a  few  picoampere.  High  input  impedance 
precisian  field  effect  transistor  (PET)  operational  amplifiers  (Op  Amp) 
with  low  input  bias  current  configured  as  voltage  followers  are  used  to 
achieve  both  requirements.  National  Semiconductor  (NS)  LH0052CD  with  the 
input  Impedance  of  10 12  ohm  and  input  bias  current  of  1  pA  was  selected 
for  the  impedance  matching  stage  (Pig.  4).  The  output  impedance  of  LH0052CD 
semiconductor  is  a  low,  constant  75  ohm  which  is  desirable  and  necessary  to 
attain  a  high  CMRR  for  the  next  stage. 

Electromagnetic  Interference  Suppression  Stage 

The  vital  signs  rate  meter  is  designed  as  a  self-contained,  hand-held 
device.  The  device  is  said  to  be  "floating"  in  relation  to  a  common 
grounded  reference.  This  design  created  two  major  problems.  Pirst,  the 
electromagnetic  field  generated  by  the  power  line  induces  an  overwhelming 
60  Hz  undesirable  (noise)  signal  at  the  input  of  the  ECG  circuit.  This 
signal  is  partially  nullified  by  carefully  tuning  the  CMRR  stage  to  reject 
60-Hz  noise.  Also,  a  fourth  distal  reference  (ground)  electrode  is  used  to 
counter  floating.  The  magnitude  of  electromagnetic  pickup  by  the  person 
under  the  examination  varies,  resulting  from  residual  induced  and 
undesirable  noise  signals.  The  ground  electrode  enables  the  device  to  use 
the  distal  signal  and  electromagnetic  noise  as  "ground"  reference.  Hence, 
the  CMRR  stage  only  has  to  remove  common  noise  at  the  active  electrodes. 


With  the  majority  of  the  electromagnetic  interference  suppressed  by  the 
fourth  electrode,  the  CMRR  stage  still  has  to  extract  and  amplify  the 
extremely  weak  ECG  signal  from  the  relatively  strong  residual 
electromagnetic  (60-Hz)  noise.  The  magnitude  of  the  ECG  signal  detected  at 
the  throat  region  is  in  the  order  of  1  to  10  mV.  The  CMRR  stage  is 
subdivided  into  two  parts.  The  first  part  consists  of  two  precision  PET 
operational  amplifiers  (Analog  Devices  AD547  Op  Asp)  connected  in  a 
differential  mode.  The  signals  through  each  Op-Asp  sure  amplified  by  a 
factor  of  100  (Pig.  4).  The  outputs  of  the  AD547s  are  input  to  the 
differential  input  tensinals  of  a  National  Semiconductor  low-noise  Op  Asp 
LM0044CH  which  was  chosen  for  its  high  CMRR  of  120  dfi.  After  the  LM0044, 
the  ECG  signal  is  filtered  to  remove  motion  and  high-frequency  noises. 

Pilter  Stages 

Following  the  differential  amplifier  stage  are  two  active  filters.  The 
first  filter  is  a  fourth-order  Butterworth  high-pass  filter.  The  corner 
frequency  for  the  high-pass  filter  is  set  at  8  Hz.  The  voltage-controlled- 
voltage-source  (VCVS)  configuration  shown  in  Figure  4  has  an  overall  gain 


of  16.  The  output  of  the  high-pass  filter  is  input  to  the  low-pass  filter 
stage. 


The  National  Semiconductor  6th  order  switched  capacitor  Butter worth  low- 
pass  filter  integrated  circuit  (IC)  chip  MF6-50  is  used  for  the  low-pass 
filter  stage  (Pig.  4).  The  MF6-50  is  a  hybrid  ZC  chip  which  takes  an  analog 
signal,  digitizes  the  signal,  performs  digital  filtering,  and  reconverts 
the  digital  filtered  signal  back  to  analog  form. 

A  simple  passive  resistance-capacitance  (RC)  filter  with  a  cutoff 
frequency  at  50  Hz  is  used  to  prefilter  and  reduce  aliasing  of  the  signal 
to  be  filtered  by  the  MF6-50  chip.  The  desired  cutoff  frequency  of  the 
MP6-50  is  set  by  choosing  the  clock  frequency  of  the  chip  to  50  times  of 
the  cutoff  frequency.  The  cutoff  frequency  for  the  6-pole,  low-pass, 
Butterworth  filter  using  the  filter  section  of  the  MF6-50  is  set  at  35  Hz 
by  setting  the  clock  frequency  at  1750  pulses  per  second  (pps).  Since  the 
output  of  the  MP6-50  is  a  signal  that  was  converted  from  digital  format  to 
analog  form  (D/A),  a  passive,  low-pass,  post  filter  is  used  to  smooth  the 
waveform  by  removing  high-frequency  components  of  the  signal.  This  filter 
also  removes  any  noise  from  the  clocking  pulses  which  may  have  crossed  over 
into  the  output  signal.  The  post  filter  cutoff  is  set  at  50  Hz. 

Amplification.  Rectification  and  Level-shifting  Stage 

The  input  to  the  single  ended  Op  Amp  section  of  the  MF6-50  chip  is 
capacitive  coupled  through  22  mF  to  remove  any  direct  current  (DC) 
component  in  the  output  signal  from  the  MF6-50  chip  (Fig.  4).  The  signal  is 
amplified  by  a  factor  of  5  before  full-wave  rectification  of  the  processed 
ECG  signal.  The  rationale  for  the  full-wave  rectifier  is  to  ensure 
detection  of  the  QRS-conplez  peak  regardless  of  polarity.  The  level- 
shifting  circuit  of  the  final  stage  was  added  to  improve  the  accuracy  of 
software  QRS  detection  by  decreasing  the  baseline  from  zero  volt  to  a 
negative  voltage  not  less  than  -1.5  V.  The  A/D  converter  in  the  digital 
section  converts  any  negative  valued  voltage  to  binary  zero,  providing  a 
cleaner  signal  for  level  detection  by  the  software.  The  output  signal  from 
this  stage  is  connected  to  the  digital  portion  of  the  device. 


Respiratory  Sound  Circuitry 

The  promise  behind  this  circuit  is'  that  respiratory  rate  can  be 
indirectly  measured  from  the  sounds  of  breathing  acquired  at  the  trachea. 
Respiratory  sound  signals  are  detected  by  a  microphone,  amplified,  and 
filtered  to  remove  undesirable  sounds  such  as  heart  valve  sounds  or  noise 
resulting  from  microphone  movement.  A  half-wave  rectifier  is  used  to 
present  the  respiratory  sound  as  a  positive  going  signal  from  which  an 
envelope  of  respiratory  sound  can  be  obtained.  Prom  the  respiratory 
envelope,  the  software  program  calculates  the  respiratory  rates.  The 
analog  portion  of  the  respiratory  sound  circuits  (Fig.  5)  consists  of  a 
microphone  sensor,  preamplif ication  and  prefiltering  stage,  a  high-pass 
filter  stage,  and  the  amplification,  rectification,  envelope  generation, 
and  level-shifting  stage. 
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Sound  Sensor 


The  sensor  element  for  respiration  rate  meter  is  an  electret  condensor 
microphone,  Realistic  model  ECM  WM-063T.  The  microphone  element  is  powered 
by  5  V  through  a  10K  ohm  resistor  as  shown  in  Figure  5.  This  configuration 
provides  the  highest  microphone  sensitivity.  Per  manufacturer's 
specification,  the  frequency  response  of  the  microphone  is  flat  from  30  Hz 
to  10  kHz.  The  output  of  the  microphone  is  input  to  the  preamplifier  stage 
through  an  active  filter. 


slifier  and  Prefilter  Stage 


The  first  stage  of  the  respiratory  sound  circuit  is  the  preamplifier  and 
prefilter  stage.  The  prefilter  is  an  active,  low-pass,  first  order  filter 
with  cutoff  frequency  at  72  Hz.  The  prefilter  removes  any  DC  offset  in  the 
microphone  signal,  eliminates  noises  from  microphone  movement,  and  reduces 
the  intensity  of  heart  valve  sound  before  amplification.  Also,  the  0.001  «F 
capacitor  in  the  feedback  loop  of  the  amplifier  causes  attenuation  of 
frequencies  above  1600  Hz.  The  preamplifier  amplifies  the  respiratory 
sound  signal  by  a  factor  of  10  and  acts  as  buffer  between  the  microphone 
and  the  high-pass  filter  stage. 


High-pass  Filter  Stage 


The  magnitude  of  heart  valve  sound  detected  at  the  trachea  is  greater 
than  the  magnitude  of  the  breath  sound.  Even  after  the  prefilter,  the  heart 
valve  sound  magnitude  is  comparable  with  respiratory  sound.  The  high-pass 
filter  serves  to  attenuate  the  residual  heart  valve  sound  and  amplify  the 
respiratory  sound.  The  filter  is  a  fourth  order,  high-pass,  Butterworth 
filter  with  cutoff  frequency  at  115  Hz  and  an  overall  gain  of  16  (Fig.  5). 
The  output  of  the  filter  is  input  to  the  nezt  stage  for  added  amplification 
and  conditioning. 


Envelope  Generation  Stage 


The  low-level  respiratory  sound  is  amplified  by  a  factor  of  5  with  an 
operational  amplifier  before  rectification.  The  signal  is  half-wave 
rectified  by  a  diode  (Fig.  5).  The  rectified  signal  is  then  smoothed  by  a 
passive  first  order,  low-pass  filter  with  variable  time  constant  to 
generate  the  respiratory  envelope.  The  level  of  the  envelope  is  shifted 
downward  (negative)  by  about  0.2-0. 5  V  to  take  advantage  of  the  A/D 
characteristic  discussed  in  the  ECG  level -shifting  stage.  Then,  the  signal 
representing  the  respiratory  envelope  is  sent  to  the  digital  circuitry 
section. 


Digital  Circuiti 


The  digital  circuitry  of  the  vital  signs  rate  device  is  divided  into 
three  major  sections:  signal  format  conversion,  signal  processing,  and 
output  display  sections.  These  circuits  are  the  principal  components  which 
convert  the  ECG  and  respiratory  envelope  signals  in  digital  signals. 
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process  the  signals  to  extract  rate  information,  and  display  the  results  in 
alphanumeric  characters  for  easy  reading  by  an  operator. 

The  signal  format  conversion  section  (Fig.  6)  consists  of  multiplexer, 
sample-and-hold,  A/0  converter,  sampling  clock  and  latches/buffers 
elements .  An  RCA  CD74BC4352  multiplexer  is  used  to  multiplex  the  analog  ECG 
and  respiratory  envelope  signal  into  a  single,  mixed,  analog  signal. 
Multiplexing  is  controlled  by  the  software  program.  The  multiplexed  signal 
is  input  to  the  sample-and-hold  (S/H)  circuit  of  the  conversion  section.  A 
Burr  Brown  SBC298AM  chip  is  used  to  track  or  sample  the  multiplexed  signal 
and  hold  the  output  at  a  constant  voltage  during  the  A/D  conversion  period. 
An  Analog  Device  AD7572  A/D  chip  converts  the  signal  from  the  sample  and 
hold  chip  to  a  digital  format  at  the  clock  rate  dictated  by  the  sampling 
clock  circuit.  A  National  Semiconductor  LM555  clock  chip  is  used  to 
control  the  A/D  conversion  and  latch  the  converted  output  data.  Two  RCA 
CD74HC573  latches/buf f ers  isolate  (buffer)  the  signal  format  conversion 
section  from  the  data  bus  of  the  microprocessor  and  hold  the  data  for  the 
signal  processing  section. 

The  second  major  section  of  the  digital  circuit  consists  of  a  Texas 
Instrument  (TI)  TMS32010C10  signal  processing  microprocessor,  data- ready 
circuit,  reset-and-hold  circuit,  and  peripheral  control  circuit  (Fig.  7). 
The  TI  TMS32010C10  microprocessor  reads  data  from  the  RCA  CD74HC573 
latches/buffers  in  synchronization  with  the  data-ready  signal  under  control 
of  the  software.  The  data-ready  signal  is  generated  by  the  RCA  CD74HC74(A2) 
data-ready  circuit  after  the  data  is  latched  into  the  RCA  CD74HC573 
latches/buff  ers.  The  data-ready  signal  is  cleared  after  the  data  is  read 
by  the  TMS32010C10  microprocessor.  A  manual  reset  (start)  is  incorporated 
through  a  reset  switch  (SWl).  When  the  SHI  is  depressed  and  released,  the 
RCA  CD7  4HC14 ( 2 )  and  CD74HC14(3)  reset  circuit  chips  signal  the 
microprocessor  to  start  execution  of  the  software  program.  Another  manual 
switch  (SW2)  is  provided  to  hold  values  in  display.  When  the  SW2  hold 
button  is  depressed  and  released,  the  RCA  CD74HC74(A1)  hold  circuit  signals 
the  microprocessor  to  stop  data  processing  and  display  refreshing  or 
updating.  Hence,  the  heart  and  respiration  rates  in  display  at  the  time 
the  bold  button  is  pressed  are  held  in  display  indefinitely.  The  software 
program  which  controls  the  microprocessor  actions  is  stored  in  2  Cypress 
Semiconductor  CY7C291(H)  and  CY7C291(L)  EPROMs.  The  EPROMs  are  arranged  in 
high-byte  (upper  8  bits)  and  low-byte  (lower  8  bits)  configuration  to  form 
the  16-bits  word  required  by  the  TMS32010C10  microprocessor.  The 
peripheral  control  circuit  is  formed  by  2  Fairchild  74ACOO  and  74AC138 
chips  which  use  the  addresses,  data,  and  control  signals  from  the 
microprocessor  to  direct  the  control  of  the  microprocessor  to  the  various 
peripherals,  i.e.,  multiplexer,  A/D  buffers,  and  display. 

The  output  display  section  (Fig.  8)  is  the  last  major  section  of  the 
digital  circuits.  The  display  section  consists  of  the  latches,  clock  signal 
circuit,  display  controller,  and  liquid  crystal  display  (LCD).  The  two 
latches  (CD74HC573  and  CD74HC74(B))  hold  display  data  which  are  sent  by  the 
microprocessor  to  be  stroked  into  the  display  controller  by  the  clock 
signal.  The  clock  signal  is  generated  by  RCA  74HC123  clock  circuit.  The 
display  controller  purchase  from  the  AND  division  of  William  J.  Purdy 
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Schematic  diagram  of  the  signal  processing 
section  in  the  digital  circuitry. 


Figure  8.  Schematic  diagram  of  the  output  display  section 
in  the  digital  circuitry. 


Company  (AND371)  converts  the  data  to  be  displayed  into  the  corresponding 
5x7  dot  matrix  format  of  the  LCD.  Also,  the  display  controller  controls  the 
mode  of  display  of  the  cursor  and  position  of  the  displaying  data. 


In  summary,  the  digital  circuitry  section  performs  conversion  of 
signals,  calculation  of  rates,  and  displays  the  results  in  a  numeric  format 
to  be  read  by  an  operator. 


HARDWARE 


ECG  Circuitry 

The  dry  electrode  ECG  circuit  consists  of  impedance  matching  amplifiers, 
differential  amplifiers  in  high  common  mode  rejection  configuration,  active 
analog  filters,  a  digital  filtering  chip,  full-wave  rectification  and  a  DC 
offset  circuit.  Signals  (ECG)  from  the  active  electrodes  and  the 
indifferent  electrodes  are  input  to  the  noninverting  terminal  (pin  3)  of 
three  National  Sami  conductor  LH00S2CH  precision  PET  operational  amplifiers 
Al,  A2 ,  and  A3  (Fig.  4) .  The  amplifiers  are  configured  in  a  unity-gain, 
noninverting  mode  to  serve  as  high  input  impedance  (1015  ohm)  buffers  by 
connecting  the  amplifier  output  (pin  6)  to  the  inverting  input  terminal 
(pin  3).  The  fourth  electrode  (distal  reference)  is  connected  to  the 
battery  reference. 

Pram  the  buffer  stage,  the  output  terminals  (pin  6)  from  AJ  and  A3  are 
connected  to  the  noninverting  terminals  (pin  3)  of  amplifiers  A4  and  A5, 
respectively.  The  output  of  amplifier  A2  (pin  6)  is  connected  to  the 
inverting  terminals  of  amplifiers  A4  and  A5  through  100K  ohm  variable 

resistors  VR4  and  VR5,  respectively.  Maximum  common  mode  rejection  (CMR) 
of  the  unwanted  noise  (60  Hz)  from  the  active  electrodes  is  attained  by 

adjustment  of  the  variable  resistors  VR4  and  VR5.  The  gains  of  amplifiers 
A4  and  A5  are  adjusted  to  100  and  as  close  as  possible  to  each  other. 

A  National  Semiconductor  precision  low-noise  operation  amplifier  (A6)  in 
a  differential  mode  is  the  final  amplifier  of  the  common  mode  rejection 
stage.  The  output  terminals  (pin  6)  of  amplifier  A4  and  A5  are  connected  to 
the  inverting  terminal  (pin  2)  and  noninverting  terminal  (pin  3)  of 

amplifier  A6.  A  10K  ohm  variable  resistor  (VR8)  is  used  as  a  final 

adjustment  for  maximum  common  mode  rejection.  The  output  (pin  6)  of 

amplifier  A6  is  connected  to  the  positive  side  of  a  3.3  uF  polarized 

tantalum  capacitor  which  forms  the  high-pass  filter  stage  input. 

Amplifier  A7  and  A8  form  a  two  stage  fourth-order,  high-pass  filter  with 
the  cutoff  frequency  at  8  Hz.  The  amplifiers  are  connected  in  a  VCVS 
configuration  with  gains  of  3.6  for  the  first  stage  (A7)  and  4.9  for  the 
second  stage  (A8).  One-half  of  National  Semiconductor  LM348  low  power  quad 
operational  amplifier  is  used  for  the  high-pass  filter  (A7  and  A8).  The 

other  two  operational  amplifiers  of  the  LM348  are  used  in  the  rectifier 

(A9)  and  level-shifting  (A10)  stages.  The  output  (pin  7)  of  amplifier  A8  is 
connected  to  the  15K  ohm  resistor  of  a  passive  first-order,  low-pass  filter 


(3.75  ms  time  constant)  before  the  National  Semiconductor  MF6-50  (MA) 
sixth-order,  low-pass,  Butter  worth  filter  with  a  cutoff  -frequency  at  35  Hz. 
The  input  (pin  8)  of  the  MP6-50  chip  is  digitized,  digitally  filtered,  and 
output  at  pin  3  in  an  analog  (D/A  converted)  waveform.  The  clock  pulsations 
of  the  MF6-50  chip  are  sat  by  adjustment  of  R14  and  C6  connected  to  pins  9 
and  11.  The  output  of  the  MF6-50  (pin  3)  is  connected  to  the  650-ohm 
resistor  of  a  first-order,  low-pass  post  filter.  Two  47  v?  capacitors  are 
connected  in  series  to  block  the  DC  component  of  the  signal  between  the 
output  of  the  post  filter  and  the  input  of  the  gain  stage.  Amplifier  MAI  is 
connected  in  the  standard  inverting  amplifier  configuration.  The  amplifier 
amplifies  the  filtered  ECG  signal  by  a  factor  of  51.  The  output  (pin  4)  of 
the  MF6-50  operational  amplifier  MAI  is  input  (pin  14)  to  the  second 
operational  amplifier  MA2  of  the  same  MP6-50  chip.  The  amplifier  MA2  forms 
half  of  the  full-wave  rectifier  stage.  Two  1N973  diodes  are  connected  from 
the  output  (pin  2)  of  the  amplifier  MA2  to  the  input  terminals  (inverting 
pin  9,  and  noninverting  pin  10)  of  amplifier  A9  and  to  the  inverting  input 
(pin  14)  of  the  amplifier  MA2  (Fig.  4).  The  gains  of  the  amplifiers  MA2  and 
A9  sure  set  to  unity  with  10K  ohm  resistors.  The  output  of  amplifier  A9  (pin 
8)  is  input  to  the  DC  level-shifting  stage.  Amplifier  A10  (one  of  the 
operational  amplifiers  in  the  LM348)  is  used  in  a  unity  gain  inverting 
amplifier  configuration.  A  voltage  divider  is  connected  from  the  -15  V 
supply  to  the  noninverting  terminal  (pin  12)  of  the  amplifier  A10.  Desired 
DC  offset  is  adjusted  by  the  variable  resistor  VR11.  The  output  (pin  14) 
of  the  amplifier  A10  is  connected  to  a  first  or'tr,  low-pass  filter  with  a 
3-ms  time  constant.  The  output  of  the  low-pass  .*.ter  is  input  to  the  A/D 
converter  of  the  digital  circuitry. 


Respiratory  Sound  Envelope  Circuit! 


The  respiratory  sound  envelope  circuitry  includes  a  microphone,  filter, 
gain,  half-wave  rectification  and  level-shifting  circuits  (Fig.  5).  The 
respiratory  sound  envelope  waveform  from  these  circuits  is  used  to 
calculate  the  respiration  rate  of  a  subject. 

The  microphone  is  connected  to  a  single-pole,  high-pass  filter  with  a 
time  constant  of  2.2  ms.  The  output  of  the  high-pass  filter  is  connected  to 
the  noninverting  input  terminal  of  Analog  Device  AD574  Op  Amp  (All)  which 
is  configured  as  a  low-pass  filter  with  a  gain  of  10.  The  output  (pin  6)  of 
All  of  the  low-pass  filter  is  connected  through  two  0.057  tiF  capacitors  to 
the  noninverting  input  terminal  (pin  10  of  A12)  of  a  four-pole,  high-pass 
filter  with  cutoff  frequency  at  110  Hz  and  a  gain  of  16.  Two  Op  Amps  (A12 
and  A13)  of  a  National  Semiconductor  LM348  quad  Op  Amp  chip  are  used  for 
the  active  high-pass  filter.  The  output  of  the  high-pass  filter  (pin  7  of 
A13)  is  connected  to  the  input  (pin  12  of  A14)  of  the  half-wave  rectifier 
stage.  The  output  (pin  14)  of  amplifier  A14  in  the  rectifier  is  connected 
through  the  diode  D1  to  the  respiratory  envelope  generator,  a  low-pass 
filter  with  a  variable  time  constant.  The  respiratory  envelope  signal  is 
input  to  the  noninverting  terminal  (pin  3  of  A15)  of  the  level-shifting 
stage,  fhe  DC  level  of  the  envelope  signal  may  be  adjusted  by  varying  the 
potentiometer  VR14.  The  output  (pin  1  of  A15)  of  the  level -shifting  circuit 
is  connected  to  the  second  pin  (left  to  right)  of  output  jack  J2.  Output 


jack  J2  is  connected  to  the  input  jack  J3  of  the  digital  circuit  by  ribbon 
cable. 


SOFTWARE 

The  software  consists  of  two  independent  programs,  one  to  monitor 
respiration  rate  (RR)  and  one  to  monitor  heart  rate  (HR).  A  flag  controls 
which  program  is  currently  executing.  The  RR  program  inputs  one  sample  of 
respiratory  data  and  completely  processes  it  before  the  program  inputs  one 
sample  of  ECG  data,  and  vice  versa.  Heart  rate  data  can  be  input  from  any 
of  three  routines,  i.e.,  the  initialization  routine  (XNXT),  the  R-peak 
detection  routine  (HRMAXN) ,  or  the  delay  routine  (DELAY)  within  the  HR 
program.  Once  one  of  these  routines  inputs  HR  data,  the  data  is  processed 
and  a  control  flag  transfers  execution  to  the  RR  program. 

Both  the  RR  and  HR  program  input  data  at  256  samples/ second.  This  work 
is  accomplished  by  using  a  multiplexer  and  an  A/D  converter  sampling  at  512 
samples/second .  Before  data  is  input,  the  address  of  the  data  for  the  other 
program  is  sent  to  the  multiplexer  to  assure  the  data  is  latched  into  the 
buffer  before  it  is  read.  As  soon  as  one  sample  of  data  is  read  by  either 
the  HR  or  RR  program,  the  next  sample  of  data  is  latched  from  the  A/D  to 
the  buffer.  The  programs  alternate  reading  the  buffer;  thus  the  actual 
sampling  rate  for  each  program  is  256  samples/ second,  half  of  the  512 
samples/ second,  the  conversion  rate  of  the  A/D. 

Figure  9  shows  the  overall  flow  diagram  of  the  two  programs.  The  RR 
program  consists  of  four  routines:  a  digital  smoothing  routine  (SMOOTH),  an 
automatic  gain  routine  (AUTOGAIN) ,  an  inspiration  and  expiration  envelope 
detection  routine  (RRDETECTION) ,  and  a  respiratory  rate  calculation  and 
output  routine  (RROUTFUT) .  A  sample  of  data  is  input  to  the  SMOOTH 
routine.  The  sample  is  smoothed  by  a  median  and  an  exponential  smoother. 
The  output  of  the  digital  smoothers  is  input  to  the  AUTOGAIN  routine.  The 
AUTOGAIN  routine  has  two  modes,  saturation  and  unity.  If  the  program  is  in 
saturation  mode,  the  output  of  the  smoothers  is  assigned  4096  or  the 
equivalent  of  5  V  if  it  exceeds  a  software  level  and  a  value  of  zero  volt 
if  it  does  not.  If  the  program  is  in  unity  gain  mode,  the  value  of  the 
output  of  the  smoothers  is  not  altered.  The  RRDETECTION  routine  determines 
how  many  samples  elapse  between  each  inspiration  or  expiration  cycle.  This 
routine  also  differentiates  between  noise  glitches  and  actual  respiratory 
envelope  data.  The  RROUTFUT  routine  uses  the  number  of  samples  determined 
by  the  RRDETECTION  routine  to  calculate  the  respiratory  rate  from  a  half 
breath.  This  rate  is  added  and  averaged  with  the  three  most  recent 
respiratory  rate  calculations  and  output  to  the  display.  Once  the  RR 
program  has  been  executed  it  checks  the  flags  set  by  the  HR  program  to 
determine  which  HR  program  routine  is  to  be  executed. 

The  HR  program  also  contains  four  routines:  an  initialization  routine 
( INIT) ,  an  R-peak  detection  routine  (HRMAIN),  a  delay  routine  (DELAY),  and 
heart  rate  calculation  and  output  routine  (HROUTPUT).  Data  is  input  by  any 
of  the  three  routines  INIT,  HRMAIN,  or  DELAY.  Only  one  of  these  routines 
executes  per  sample  input.  The  INXT  routine  reads  in  the  first  2  s  of  data 
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Figura  9.  Overall  flow  diagram  of  tha  vital  signs  rata  matar 
software  program. 


and  disregards  these  samples  due  to  power  surges  and  noise  glitches.  Then 
this  routine  determines  the  maximum  value  in  the  second  2  s  of  data  which 
is  assumed  to  be  an  ECG  maximum  R-peak.  The  INIT  routine  also  records  the 

5th  sample  prior  to  the  maximum  value.  This  information  is  used  to  set  a 

software  slope  detection.  The  maximum  value  is  used  to  set  a  software 
level  detection.  After  the  first  4  s  of  program  execution  the  INIT  routine 
is  no  longer  used. 

The  HRMAIN  routine  uses  the  software  slope  and  level  set  by  the  INIT 
routine  to  find  the  R-peaks  of  the  ECG  signal.  A  counter  keeps  track  of 
the  number  of  samples  between  R-peaks.  Once  an  R-peak  is  found  the  HR 
program  enters  the  HR  OUTPUT  routine.  This  routine  uses  the  number  of 
samples  between  R-peaks  to  calculate  the  heart  rate;  then  it  averages  the 
four  most  recent  heart  beats  and  outputs  the  average  heart  rate. 

After  an  R-peak  is  detected  and  the  heart  rate  is  output  the  delay 

routine  is  used  to  read  in  data  for  300  ms  to  reduce  the  chance  of 

detecting  T-waves  as  R-peaks.  No  calculations  are  done  in  this  routine; 
the  data  is  merely  input  and  stored.  During  the  HR  routines  a  control  flag 
is  set  which  transfers  execution  back  to  the  RR  program  after  the  routines 
are  finished. 


Rotating  Stack 

A  rotating  stack  is  used  in  several  of  the  routines.  Figure  10  shows 
how  a  rotating  stack  works.  The  memory  location  X0  represents  the  most 
recent  sample;  location  XI  represents  the  previous  value  of  X0;  location  X2 
represents  the  previous  value  of  XI,  and  so  on.  Assume  an  incoming  data 
stream  which  contains  samples  X,  Y,  and  Z  respectively  in  time.  Sample  X 
is  the  first  element  to  be  entered  into  the  stack.  Sample  E  at  the  bottom 
of  the  stack  (Fig.  10)  is  replaced  by  D.  The  rest  of  the  elements  are 
rotated  down  one  position.  This  process  continues  as  samples  are  input  at 
the  top  of  the  stack. 

A  rotating  stack  is  used  to  input  all  samples  to  both  the  RR  and  HR 
programs.  This  stack  is  also  used  to  average  heart  beats  and  breaths.  A 
rotating  stack  is  well  suited  for  processing  data  in  real  time. 


INIT  Routine 

The  INIT  routine  is  necessary  to  set  ECG  R-peak  parameters  for  the 
HRMAIN  routine.  The  first  2  s  of  HR  data  contains  some  undesirable  power 
surges  and  noise  glitches;  thus,  this  data  is  disregarded.  By  the  second  2 
s  of  data  the  ECG  signal  is  more  stable  and  significantly  better  results 
are  achieved. 

The  parameters  computed  are  a  software  level  and  a  software  slope.  The 
software  level  is  50%  of  the  maximum  value  found  in  the  second  2  s  of  data. 
The  software  slope  is  60%  of  the  same  maximum  value  minus  the  value  of  the 
5th  sample  prior  to  the  maximum  sample.  This  routine  is  easily 


Diagram  of  a  rotating  stack.  Rotating  stacks  ara  used 
for  all  data  entry  and  for  computing  the  average  heart 
rate  and  respiratory  rate. 


accomplished  using  a  7-element  rotating  stack  to  keep  track  of  the  history 
of  the  data.  Figure  11  shows  a  flow  diagram  of  the  INIT  routine.  At  the 
beginning  a  counter  (ICNT)  is  loaded  with  511,  which  counts  down  to  zero. 
Thus  512  samples  or  2  s  worth  of  data  are  input  before  the  routine  is 
finished  the  first  time  as  well  as  the  second  time.  After  ICNT  is  equal  to 
zero,  a  control  flag  is  checked  to  assure  HR  data  should  be  input.  If  HR 
data  should  not  be  input  the  routine  transfers  execution  to  the  RR  program 
and  the  flag  for  the  INIT  routine  is  set. 

If  the  routine  is  supposed  to  input  a  sample  of  HR  data,  the  control 
flag  is  set  for  the  program  to  switch  to  the  RR  program.  A  sample  of  HR 
data  is  input  at  the  top  of  a  7 -element  stack  and  assigned  the  variable 
name  XO.  The  value  of  XO  is  the  value  of  the  future  sample;  XI  is  the 
value  of  the  present  sample;  and  X2  is  the  value  of  the  past  sample. 

Before  a  sasple  is  input  the  address  of  the  RR  data  is  sent  to  the 
multiplexer  to  assure  that  the  RR  sample  is  latched  into  the  buffer  before 
control  returns  to  the  RR  program.  Once  the  sample  XO  is  input  it  is 
compared  to  the  sample  XI.  If  the  value  of  XO  is  larger  than  the  value  of 
XI,  the  routine  decrements  ICNT  and  repeats,  if  the  value  of  XO  is  smaller 
than  the  value  of  XI,  the  routine  compares  the  value  of  XI  to  the  value  of 
X2.  If  the  value  of  XI  is  larger,  the  routine  stores  the  value  of  XI  as 
the  present  maximum  (MAXI).  The  routine  also  stores  the  value  of  the  5th 
sample  prior  (X6)  to  the  present  sample  in  the  variable  DIFF  for  slope 
computation.  If  the  value  of  X2  is  larger  than  the  value  of  XI,  the 
routine  decrements  ICNT  and  repeats. 

After  ICNT  reaches  zero  for  the  first  time  it  is  reset  to  511  to  input 
the  second  2  s  of  data.  The  variables  MAXI  and  DIFF  are  zeroed  and  the 
routine  repeats.  After  ICNT  reaches  zero  for  the  second  time,  the  routine 
calculates  the  level  and  slope.  The  variable  LEVEL  is  50%  of  the  maximum 
value  found  in  the  second  2  s  of  data.  The  variable  SLOPE  is  60%  of  the 
maximum  value  minus  the  corresponding  value  of  X6.  Once  the  variables 
LEVEL  and  SLOPE  are  calculated  the  INIT  routine  is  completed.  This  routine 
is  no  longer  used  unless  the  program  is  reset. 


HRMAIN  Routine 

The  HRMAIN  routine  (Pig.  12)  detects  the  R-peaks  of  the  ECG 
signal  and  counts  the  number  of  samples  between  the  R-peaks.  The  number  of 
samples  between  R-peaks  is  passed  to  the  HROUTPUT  routine,  and  is  used  to 
calculate  the  heart  rate. 

Before  the  HRMAIN  routine  is  executed,  the  control  flag  is  checked  to 
determine  if  HR  data  is  supposed  to  be  input.  If  HR  data  is  not  to  be 
input,  control  is  transferred  to  the  RR  program  and  the  HRMAIN  flag  is  set. 
If  HR  data  is  supposed  to  be  input,  the  control  flag  is  set  for  the  RR 
program.  The  same  input  stack  used  for  the  INIT  routine  is  rotated,  and 
the  address  of  the  RR  data  is  sent  to  the  multiplexer.  Similarly  to  the 
INIT  routine  a  sample  of  HR  data  is  input  to  the  top  of  the  stack  and 
called  XO.  The  value  of  the  present  sample  XI  is  compared  to  the  variable 
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LEVEL  set  in  the  INIT  routine.  If  the  value  of  XI  is  larger,  then  the 
value  of  the  difference  (X1-X6)  is  coopered  to  the  variable  SLOPE.  If  this 
value  is  also  larger,  the  program  assumes  a  QRS  complex  of  the  ECG  signal 
has  been  detected  and  proceeds  to  find  the  R-paak.  If  either  of  the 
preceding  conditions  is  not  met,  the  program  increments  the  sample  counter 
(SCNT)  and  repeats  the  routine. 

Detection  of  the  R-peak  is  accomplished  by  comparing  the  value  of  XI  to 
the  value  of  the  future  point  XO.  When  the  value  of  XI  is  larger  than  the 
value  of  XO,  the  peak  has  been  reached.  At  this  time  the  value  of  SCNT  is 
passed  to  the  HROUTPUT  routine  for  calculation  of  the  heart  rate. 


HROUTPUT  Routine 

The  HROUTPUT  routine  uses  the  value  of  SCNT  determined  by  the  HRMAIN 
routine  to  calculate  the  heart  rata.  If  the  display  is  supposed  to  be 
refreshed,  the  average  of  the  most  recent  4  beats  is  sent  to  the  display; 
otherwise,  the  program  branches  to  the  DELAX  routine.  No  data  is  input 
during  this  routine. 

Figure  13  shows  the  HROUTPUT  routine.  Four  heart  beats  are  averaged  by 
summing  the  value  of  the  4  most  recant  SCNTs  and  dividing  61440  by  the  sum. 
The  number  61440  represents  4  beats  times  256  samples/second  times  60 
s/min.  At  the  beginning  of  the  program  all  of  the  SCNTs  in  the  stack  are 
assigned  the  value  zero.  After  the  first  value  of  SCNT  is  determined,  all 
of  the  SCNTs  in  the  stack  are  assigned  this  value;  otherwise,  the  first  3 
calculations  of  the  heart  rate  would  be  too  high,  since  the  sum  of  the 
SCNTs  would  be  a  small  valued  denominator. 

The  sum  of  the  4  most  recent  SCNTs  is  stored  in  the  variable  SCTOT.  Due 

to  the  limitations  of  the  processor,  the  value  of  SCTOT  has  to  be  divided 

by  two.  Thus,  half  the  value  of  61440  (30720)  is  divided  by  the  modified 
SCTOT  to  calculate  the  heart  rate. 

After  the  heart  rate  is  calculated,  the  routine  checks  the  refresh  flag. 
The  refresh  flag  is  set  according  to  the  heart  rate.  If  the  heart  rate  is 
slow  (less  than  90  bpm) ,  the  display  is  refreshed  every  few  beats; 
however,  if  the  heart  rate  is  rapid  (greater  than  90  bpm),  the  display  is 
only  refreshed  about  every  10  beats.  If  the  display  is  to  be  refreshed, 
the  digits  of  the  heart  rate  have  to  be  converted  to  ASCII  code. 

The  heart  rate  is  divided  by  100  and  the  quotient  is  the  hundreds  digit. 
If  there  is  no  hundreds  digit,  a  blank  is  sent  to  the  display.  The 
remainder  is  divided  by  10.  The  quotient  of  this  division  is  the  tens 
diqit  and  the  remainder  is  the  ones  digit.  Conversion  to  ASCII  code  is 
accomplished  by  adding  70  hexidecimal  to  all  of  the  digits. 

After  the  digits  are  converted  to  ASCII  code  the  address  of  the 

appropriate  display  position  is  sent  to  the  LCD  display.  Since  the 

microprocessor  clock  is  exceedingly  fast  (15  MHz),  the  program  execution 
time  for  each  step  must  be  slowed  down  by  various  program  loop  routines. 
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Figure  13.  Detailed  flow  diagram  of  the  HROUTPUT  routine.  The 
HROUTPUT  routine  uses  the  number  of  samples  found  in 
the  HRMAIN  routine  to  compute  the  HR.  The  routine 
averages  this  HR  with  the  four  most  recent  heart  beats 
and  outputs  this  average. 


The  purpose  for  the  delay  is  to  accommodate  and  synchronize  the  time  (1.64 
ms)  required  to  set  up  the  LCD  display.  Each  digit  is  sent  to  the  display 
with  a  delay  following  each  output.  The  address  of  the  display 
automatically  increments  so  it  is  not  necessary  to  send  another  address. 
The  hundreds  digit  is  sent  first  and  the  ones  digit  is  sent  last.  After 
all  the  digits  have  been  sent  the  program  branches  to  the  DELAY  routine. 


DELAY  Routine 

The  DELAY  routine  inputs  300  ms  worth  of  samples  and  does  no 
computations.  After  the  delay,  is  complete  the  routine  loads  SCNT  with  the 
appropriate  number  of  samples  to  condensate  for  the  time  which  has  elapsed 
since  the  last  R-peak. 

Figure  14  shows  the  flow  diagram  for  the  DELAY  routine.  At  the 
beginning  a  counter  (DCNT)  is  loaded  with  78,  the  number  of  samples  in  300 
ms.  Then  the  routine  checks  the  control  flag.  If  respiratory  data  is 
supposed  to  be  input  the  DELAY  routi.  e  flag  is  set  and  control  is 
transferred  to  the  RR  program.  Otherwise,  the  control  flag  is  set  for  the 
RR  program,  and  the  DELAY  routine  continues  execution.  The  same  stack  that 
is  used  for  the  INZT  and  HRMAIN  routines  is  used  to  input  a  sample  of  HR 
data.  The  counter  (DCNT)  is  decremented  and  the  routine  checks  the  value 
of  DCNT.  If  DCNT  is  zero,  SCNT  is  restored  to  78  to  preserve  the  time  from 
the  last  R-peak,  the  control  flag  is  set  to  the  HR  program  since  a  HR  data 
sample  was  not  input,  and  the  program  returns  to  the  HRMAIN  routine.  If 
DCNT  is  not  zero,  the  routine  sends  the  RR  data  address  to  the  multiplexer 
and  inputs  a  HR  data  sample  to  the  top  of  the  stack  (X0).  The  DELAY 
routine  then  checks  the  control  flag  and  executes  again. 


Respiratory  Program 

Because  of  the  large  dynamic  range  of  tracheal  breath  sounds  and  the 
inherent  noise  of  tracheal  breath  sounds,  considerable  signal  conditioning 
is  necessary  to  detect  the  respiratory  envelope. 

A  typical  inspiration  or  expiration  envelope  signal  is  shown  in  Figure 
15a.  Note  that  much  of  the  noise  is  below  zero  because  of  the  hardware 
level  shifting  circuit.  The  rationale  for  the  level  shift  is  so  the  A/D 
converter  will  assign  a  zero  value  to  any  negative  valued  data  sample. 
Pigure  15b  shows  the  output  of  the  digital  smoothers.  The  noise  glitch  is 
no  longer  present  and  the  envelope  is  smoothed.  Figure  15c  shows  the 
envelope  after  passing  through  the  saturation  mode  automatic  gain  routine. 
As  soon  as  the  signal  crosses  the  T1  level  (Tl-700),  the  RR  data  samples 
are  assigned  the  value  equivalent  to  saturation  (4096).  Any  RR  data  sample 
less  than  the  T1  level  is  assigned  the  value  zero.  The  result  is  a  square 
pulse  train  output  by  the  automatic  gain  routine  which  makes  respiratory 
rate  detection  easy. 


Figure  15d  shows  shallow  breathing.  The  problem  is  that  the  signal  is 
not  large  enough  to  trigger  the  software  saturation  amplifier .  Therefore, 
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Detailed  flow  diagram  for  the  DELAY  routine.  This  routine 
reads  in  300  ms  of  data  after  an  R-peak  is  detected  to 
reduce  the  possibility  of  detecting  a  T-wave  as  an  R-peak. 


the  automatic  gain  resets  11  to  a  lower  level  Tl.  The  other  extreme  in  the 
respiratory  envelope  RR  detection  is  rapid  breathing  (Fig.  15e) .  In  this 
case,  the  software  program  considers  the  entire  respiratory  envelope  signal 
to  be  in  saturation.  To  solve  this  problem  a  unity  gain  mode  is 
implemented  and  Tl  is  reset  to  100  below  the  present  maximum  value  of  the 
signal . 


SMOOTH  Routine 

The  smoothing  routine  (SMOOTH)  contains  two  different  digital  smoothers, 
a  median  smoother  and  an  exponential  smoother.  A  median  smoother  has  the 
desirable  property  of  eliminating  noise  spikes  (glitches),  but  not 
smoothing  out  sharp  discontinuities.  By  empirical  studies,  a  31-point 
median  smoother  was  chosen.  This  means  the  median  value  of  the  31  most 
recent  data  points  is  the  value  output  by  the  smoother.  The  median 
smoother  is  able  to  completely  smooth  out  any  noise  glitches  which  are  less 
than  16  samples  in  duration. 

An  exponential  smoother  follows  the  median  smoother.  Exponential 
smoothers  perform  a  weighted  moving  average  with  the  advantage  that  only 
the  present  point  and  the  average  of  the  history  of  the  data  have  to  be 
known.  The  equation  for  exponential  smoothing  is: 

Yn  «  oX  +  (l-a)Yn.1  (1) 

where  a  represents  the  weighting  function,  X  is  the  new  data  point  value, 
and  Yn_x  represents  the  previous  output  of  the  smoother.  The  combination 
of  the  two  smoothers  gives  a  clean  respiratory  envelope. 

Figure  16  shows  flow  diagram  for  the  two  smoothing  routines.  The  median 
smoother  uses  a  31-point  rotating  stack  to  input  RR  data.  The  stack  is 
rotated  and  the  address  of  the  HR  data  is  sent  to  the  multiplexer.  Then,  a 
respiratory  envelope  data  sample  is  input  to  the  top  of  the  median  stack. 

The  A/D  converter  outputs  digital  values  between  0  and  4096  which  means 
the  numbers  are  always  lass  than  12  bits.  Because  of  the  limit  of 
available  memory,  the  median  stack  could  not  be  duplicated  to  find  the 
median.  Thus,  the  median  stack  has  to  be  kept  intact  while  simultaneously 
finding  the  median.  To  accomplish  this  routine  the  15th  bit  of  every 
element  in  the  stack  is  initially  set,  scaling  all  of  the  data  by  the  same 
amount.  A  median  counter  counts  to  17  which  represents  the  17th  largest 
value  has  been  found  or  the  median. 

The  routine  chooses  t;.*  last  element  in  the  stack  as  the  nw«<imim  value 
and  stores  this  value  as  well  as  the  memory  location.  An  auxiliary 
register  decrements  through  the  stack  and  the  maximum  value  in  the  stac.  is 
found  along  with  the  corresponding  memory  location.  The  routine  removes 
the  15th  bit  from  the  maximum  value  found  and  restores  the  maximum  value  in 
the  original  location  in  the  stack.  Since  the  15th  bit  was  removed  this 
value  is  now  the  smallest  value  in  the  stack.  The  routine  checks  the 
median  counter  and  repeats  if  the  median  has  not  been  found. 
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The  exponential  smoother  follows  the  median  smoother.  The  flow  diagram 
(Fig.  16)  is  a  straightforward  implementation  of  the  equation.  The  output 
of  the  median  smoother  is  multiplied  by  alpha  (.2),  and  stored  in  the 
variable  HP.  The  previous  output  of  the  smoother,  the  variable  LSP,  is 
multiplied  by  -1  alpha  (.8),  added  to  the  value  of  HP,  and  stored  as  the 
output  in  the  variable  EXP.  The  variable  EXP  is  also  stored  as  LSP  for  the 
next  iteration.  The  variable  EXP  is  passed  to  the  automatic  gain  routine. 


AUTOGAIH  Routine 

The  automatic  gain  routine  (AUTOGAIH)  has  two  modes,  saturation  and 
unity.  If  the  subject's  breathing  pattern  is  normal  or  shallow  (Fig.  15b 
and  Fig.  15d),  the  routine  uses  saturation  mode.  This  means  if  a  sample  of 
data  exceeds  a  0.85  V  software  level,  the  sample  is  assigned  the  value  4096 
or  5-V,  and  if  a  sample  of  data  does  not  exceed  this  software  level  the 
sample  is  assigned  the  value  zero.  Thus,  the  respiratory  envelope  appears 
as  a  square  pulse  train  in  saturation  mode.  If  the  subject  is  breathing 
rapidly  (Fig.  15e),  the  gain  is  adjusted  to  unity  gain  (amplification  of  1) 
mode  since  all  of  the  data  exceeds  the  software  level.  If  the  unity  gain 
mode  was  not  used,  rapid  breathing  would  be  impossible  to  detect. 

Figure  17  shows  the  flow  diagram  for  the  AUTOGAIH  routine,  as  well  as 
the  gain  adjustment  routines.  The  AUTOGAIH  routine  constantly  monitors  the 
maximum  value  of  the  output  of  the  smoothers,  and  stores  this  value  in  the 
variable  MX.  This  variable  is  used  to  adjust  the  gain  mode  during  rapid 
breathing.  The  routine  checks  the  gain  mode.  If  the  routine  is  in  unity 
gain  mode  the  variable  EXP  is  not  altered.  If  the  routine  is  in  saturation 
mode  the  value  of  EXP  is  compared  to  an  adjustable  software  level  called 
Tl.  If  the  value  of  EXP  exceeds  the  value  of  Tl,  EXP  is  assigned  the  value 
4096,  otherwise,  EXP  is  assigned  the  value  zero.  At  the  end  of  the 
AUTOGAIH  routine  the  15th  bit  is  removed  from  all  the  elements  in  the 
median  stack. 

The  gain  adjustment  routines  are  called  out  of  the  RRDETECTIOH  routine. 
If  an  inspiration  or  expiration  is  not  detected  in  3-s,  the  program  adjusts 
the  gain.  In  the  case  of  shallow  breathing  the  software  level  variable  Tl 
is  reduced  from  700  (.85  V)  to  200  (.25  V),  and  the  program  continues  in 
saturation  mode.  For  rapid  breathing  the  program  sets  the  variable  Tl  to 
100  less  than  the  maximum  value  (MX)  from  the  AUTOGAIH  routine,  and  the 
program  switches  to  unity  gain  mode. 


RRDETECTIOH  Routine 

The  RRDETECTIOH  routine  determines  the  number  of  samples  in  an 
inspiration  or  expiration.  The  number  of  samples  is  passed  to  the  RROUTPUT 
routine  for  respiratory  rate  calculation  and  display  output. 

Figure  18  shows  the  flow  diagram  for  the  RRDETECTION  routine.  The 
routine  consists  of  four  subroutines:  Routine  0  and  Routine  1  are  used  for 
initialization,  and  Routine  2  and  Routine  3  are  used  to  detect  the 


respiratory  envelope.  Routine  0  executes  first  and  begins  by  incrementing 
a  sample  counter  LOW2 .  If  the  value  of  L0W2  is  greater  than  768  (the 
number  of  samples  in  3  s),  the  subroutine  branches  to  adjust  the  gain. 
This  adjustment  occurs  during  shallow  breathing.  If  3  s  has  not  elapsed, 
the  value  of  EXP  is  compared  with  Tl.  If  the  value  of  EXP  exceeds  the 
value  of  Tl,  the  counter  L0W2  is  zeroed  and  a  flag  is  set  for  Routine  1, 
and  the  program  returns  to  the  appropriate  HR  routine.  If  the  value  of  EXP 
is  less  than  the  value  of  Tl,  the  program  checks  the  HR  program  flags  and 
returns  to  the  appropriate  HR  routine. 

Routine  1  determines  whan  the  respiratory  envelope  becomes  smaller  than 
the  software  level  Tl.  If  the  data  does  not  become  smaller  than  the  value 
of  Tl  in  3  s,  the  program  branches  to  adjust  the  gain.  This  adjustment 
occurs  during  rapid  breathing.  The  program  switches  the  AUTOGAIN  routine 
to  unity  mode,  resets  the  software  level  Tl,  and  checks  the  value  of  EXP. 
If  the  value  of  EXP  is  greater  than  Tl,  the  program  checks  the  HR  flag  and 
returns  to  the  appropriate  HR  routine.  If  the  value  of  EXP  is  less  than 
the  value  of  Tl,  the  sample .  counter  HIGH2  is  zeroed,  the  flag  is  set  for 
Routine  2,  and  the  HR  routine  flags  are  checked.  After  Routine  0  and 

Routine  1  have  executed,  the  program  is  assured  that  Routine  2  will  begin 
at  a  breath. 

Routine  2  is  similar  to  Routine  0.  A  sample  counter  LOW1  is  incremented 
and  compared  to  the  number  768  (the  number  of  samples  in  3  s).  If  the 

value  of  LOW1  is  larger,  the  program  adjusts  the  gain  by  lowering  the 
software  level  Tl.  If  3  s  has  not  elapsed,  the  subroutine  checks  the  value 
of  EXP.  If  the  value  of  EXP  is  less  than  the  software  level  Tl,  the  HR 
flags  are  checked  and  the  program  branches  to  the  appropriate  HR  routine. 
If  the  value  of  EXP  is  larger  than  the  value  of  Tl,  the  flag  is  set  for 
Routine  3.  The  variable  LOW1  is  not  zeroed,  because  the  value  of  LOW1  is 
used  to  compute  the  respiratory  rate. 

Routine  3  is  similar  to  Routine  1.  A  sample  counter  HIGH1  is  incremented 
and  compared  to  3  s  worth  of  samples  (768).  If  the  value  of  HIGH1  is 

larger,  the  program  assumes  rapid  breathing  and  adjusts  the  gain 

accordingly.  If  the  value  of  HIGH1  is  less,  the  value  of  EXP  is  compared  to 
the  value  of  Tl.  If  the  value  of  EXP  is  less,  the  program  checks  the  HR 
routine  flags  and  returns  control  to  the  appropriate  HR  routine.  If  the 
value  of  EXP  is  larger,  the  program  checks  the  value  of  HIGH1.  If  HIGH1  is 
37  or  less,  the  program  assumes  the  data  was  a  noise  glitch,  not  a  valid 
inspiration  or  expiration.  The  number  of  samples  in  the  noise  glitch  is 
added  to  the  counter  L0W1,  and  the  flag  for  Routine  2  is  set.  Checking  the 
value  of  HIGH1  decreased  the  number  of  false  breaths  detected.  All  of  the 
subroutines  end  by  checking  the  HR  flags  and  returning  control  to  the 
proper  HR  routine. 


RROUTPUT  Routine 

The  respiratory  rate  is  calculated  and  output  in  the  RROUTPUT  routine. 
The  number  of  samples  in  an  inspiration  or  expiration  found  in  RRDETECTION 
is  used  to  calculate  the  respiratory  rate.  The  number  of  samples  in  the 
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two  most  recent  inspirations  and  expirations  are  used  to  compute  an  average 
breathing  rate  which  is  sent  to  the  display. 

Figure  19  shows  the  flow  diagram  for  the  RROUTPUT  routine.  The  value  of 
L0W1  and  HIGH1  are  added  together.  The  sum  (RTOT)  represents  the  number  of 
samples  in  an  inspiration  or  expiration.  The  variables  L0W1  and  HIGH1  are 
cleared.  If  the  variable  RTOT  represents  the  first  expiration  or 
inspiration,  the  rotating  stack  for  averaging  2  breaths  is  filled  with  the 
value  of  RTOT.  The  rotating  stack  is  summed  and  stored  in  the  variable 
RESP.  The  number  30720  is  divided  by  the  value  of  RESP  to  determine  the 
respiratory  rate.  The  number  30720  represents  2  breaths  times  256 
samples/ second  times  60  s/min. 

After  the  respiratory  rate  is  computed,  the  program  converts  the  digits 
to  ASCII  code  and  outputs  them  to  the  display.  The  respiratory  rate  is 
divided  by  10.  The  quotient  is  the  tens  digit  and  the  remainder  is  the 
ones  digit.  To  convert  to  ASCII  code  70  hexidecimal  is  added  to  each 
digit.  If  the  quotient  is  zero,  then  a  blank  is  sent  for  the  tens  digit. 

After  the  digits  are  converted  to  ASCII  code  the  address  of  the  tens 
digit  on  the  display  is  sent  to  the  LCD  display.  A  delay  follows  to  allow 
enough  time  for  the  LCD  controller  to  latch  in  the  data.  The  tens  digit  is 
sent  to  the  display  followed  by  a  delay.  Than  the  ones  digit  is  sent 
followed  by  a  delay.  The  address  automatically  increments;  therefore,  no 
address  has  to  be  sent  before  outputting  the  ones  digit.  After  both  digits 
are  output,  the  routine  checks  the  HR  flags  and  returns  control  to  the 
appropriate  HR  routine. 


CALIBRATION  AND  TESTING  PROCEDURE 

Calibration  and  testing  of  the  vital  signs  rate  meter  are  performed 
separately  on  each  analog  and  digital  circuit.  Calibrations  required  by  the 
ECG  circuit  are  offset  adjustment  of  the  impedance  matching  and  CMRR  stage, 
gain  setting  of  CMRR  stage,  offset  adjustment  of  the  MF6-50  chip,  and 
balancing  of  the  fullwave  rectifier  stage.  The  output  level  from  the 
level-shifting  stage  is  set  during  testing  procedure.  The  two  calibrations 
performed  on  respiration  sound  envelope  circuit  are  gain  setting  of  the 
amplifying  stage  and  low-pass  filter  corner  frequency  setting  for  the 
envelope  generation  stage.  Digital  circuit  calibrations  include  setting  the 
sampling  clock  rate,  adjusting  of  the  S/H  stage  offset,  and  setting  the 
display  contrast.  The  test  equipment,  cables,  special  connectors,  and  test 
signals  required  for  each  calibration  are  discussed  in  each  calibration 
section. 


ECG  Circuit  Calibration 


A  special  calibration  connector  is  required  for  the  calibration  process 
of  the  ECG  circuit.  The  calibration  connector  is  a  female  connector  which 
mates  with  the  input  male  connector  J1  of  the  ECG  circuit.  The  two  active 
input  pins  (pins  1  and  5,  counting  from  left  to  right)  of  the  female 
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Figure  19.  Detailed  flow  diagram  of  the  respiratory  rate  output 

routine  RROUTPUT.  This  routine  uses  the  number  of  sauries 
found  in  the  FPDETECTION  routine  to  calculate  the  number 
of  breaths /minute.  Two  breaths  are  averaged  and  output 
to  the  display. 
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connector  are  connected  together  by  a  wire  which  is  as  short  as  possible  to 
reduce  effects  of  static  charge.  The  middle  of  the  wire  is  exposed  to  allow 
attachment  of  test  lead  or  jumper  wire.  The  indifferent  input  (pin  3)  and 
reference  (pin  2)  are  connected  together  in  a  similar  manner.  Test 
equipment  for  this  calibration  includes: 

(1)  DC  power  supply  or  battery  pack  which  provides  ±18  V,  and  ±6  V. 

(2)  Power  cable  with  fsmale  connector  which  mates  with  the  male 
power  plug  on  the  BCG  circuit  at  one  end  and  connector  that 
mates  with  the  power  supply  on  the  other.  The  pin  assignment 
for  the  female  connector  is:  pin  2  (left-to-right)  ■  -18  v,  pin 
4  •  +18  V,  pin  5  ■  -6  V,  pin  7  »  +6  V,  and  pin  8  ■  reference. 
All  other  pins  are  not  connected. 

(3)  Oscilloscope  with  1  mv/div  resolution  and  dual  trace 
capability. 

(4)  Waveform  generator  which  can  provide  stable,  noise-free 
sinusoidal  output  from  0.01  Vp_p  and  frequency  range  cover  60 
Hz  with  associate  cable  that  has  hooks  at  one  end. 

The  test  points  and  components  of  this  calibration  are  shown  in  Figure  4. 

Offset  Adjustment  of  Impedance  Matching  and  CMRR  Stage 

The  BCG  circuit  is  powered  by  the  ±15  V  supply  from  the  voltage 
regulators  on  the  digital  circuit  board.  The  output  of  the  voltage 
regulator  varies  from  chip  to  chip.  It  is  essential  that  calibration  of  the 
BCG  circuit  be  accomplished  with  the  ±15  v  provided  by  the  voltage 
regulators  on  the  digital  board.  First,  plug  the  power  pins  of  the  BCG 

board  into  the  power  socket  of  the  digital  circuit  board.  Plug  the  special 

connector  into  the  input  jack  connector  (Jl).  Short  the  two  connection 

wires  on  the  special  connector  together  with  an  alligator  clip.  Attach  the 
oscilloscope  (times  1)  probe  to  test  point  1  (TP1)  with  the  ground  of  the 
probe  attached  to  circuit  ground  at  test  point  (TPG) .  Set  the  oscilloscope 
to  0.2  v/div  and  adjust  potentiometer  VR1  until  the  output  of  amplifier  A1 
is  trimmed  to  zero  volt,  increase  the  sensitivity  of  the  oscilloscope  to  50 
mv/div  and  readjust  the  output  of  A1  to  zero  volt.  Repeat  this  process  with 
higher  sensitivity  until  the  oscilloscope  sensitivity  of  1  mv/div  is 

reached.  The  final  adjustment  should  have  the  oscilloscope  trace  center  on 
the  zero  or  ground  reference  of  the  oscilloscope.  At  each  repeating  step, 
care  must  be  taken  to  ensure  that  true  ground  reference  is  used  as  zero. 
The  offset  adjustment  procedure  is  repeated  for  amplifiers  A 2,  A3,  A4,  and 
A5.  The  monitoring  points  are  TP2,  TP 3 ,  TP4,  and  TP5  with  corresponding 
adjustments  at  potentiometers  VR2,  VR3,  VR4,  and  VR5,  respectively.  This 
adjustment  completes  offset  adjustment  for  the  impedance  matching  and  CMRR 
stage.  Remove  the  alligator  clip  for  the  next  calibration  procedures. 

CMRR  Gain  Setting  and  OTO  Adjustment 

A  small  signal  level  (0.01  V),  noise-free  waveform  generator  is  required 
for  gain  adjustment  for  the  CMRR  stage.  The  active  lead  of  the  waveform 
generator  is  connected  to  the  common  wire  of  pin  1  and  pin  5  of  the  special 
connector,  and  the  reference  lead  of  the  waveform  generator  is  connected  to 
the  connon  wire  of  pin  2  and  pin  3.  Set  the  frequency  of  the  waveform 
generator  at  60  Hz  with  the  output  voltage  level  at  0.02  Vp_p.  Outputs  of 


amplifiers  A4  and  A5  are  monitored  simultaneously  at  test  points  TP4  and 
TPS  respectively.  To  facilitate  proper  calibration  of  identical  gain 
setting,  the  zero  reference  of  both  traces  of  the  oscilloscope  are  set  to 
the  sane  level.  Adjust  the  magnitude  of  amplifiers  A4  and  AS  outputs  to  2 
v  (gain  of  100)  or  until  both  traces  completely  overlap.  After  the  gains 
of  anqplifiers  A4  and  A5  are  set,  move  one  of  the  oscilloscope  probes  to 
test  point  TP6  to  calibrate  amplifier  A6  for  maximum  CMRR.  Set  the 
oscilloscope  to  trigger  from  the  other  channel.  Adjust  the  potentiometer 
VR8  to  reduce  the  amplitude  of  amplifier  A6  output  as  much  as  possible.  The 
gain  setting  and  maximum  CMRR  calibration  are  critical  to  the  successful 
ECG  signal  detection  in  a  high  electro-magnetic  noise  environment.  Gain  and 
CMRR  procedures  should  be  performed  with  great  care. 

Offset  Calibration  of  MF6-50  Chip 


Offset  calibration  of  the  MF6-50  chip  is  carried  out  with  amplifiers  A7 
and  A8  (LM348(1))  physically  removed  from  ECG  circuit  to  avoid  damaging  the 
LM348  chip.  The  input  to  MF6-50  chip  (TP7)  is  grounded  to  power  reference. 
The  output  of  MF6-50  chip  is  monitored  at  TP8.  Adjust  the  output  of  MF6-50 
chip  to  zero  volt  by  varying  potentiometer  VR9 .  The  oscilloscope  should  be 
set  to  the  most  sensitive  scale.  This  setup  is  kept  for  calibration  of  the 
full-wave  rectifier  stage. 

Balancing  of  Pull-wave  Rectification  Stage 

The  full-wave  rectifier  is  balanced  with  amplifiers  A7  and  A8  removed 
from  the  ECG  circuit.  Remove  the  ground  from  TP7  and  replace  it  with  an 
active  lead  of  waveform  generator.  Set  the  frequency  of  the  sinewave 
generator  at  20  Hz  with  an  amplitude  of  20  mV  ,  and  monitor  test  point 
TP9  (pin  8  of  A9) .  Adjust  the  potentiometer  VR10  to  obtain  equal  amplitudes 
of  the  positive  half  waves.  This  step  completes  the  calibration  of  the  ECG 
circuit.  The  LM348(1)  chip  removed  for  this  calibration  should  be 
reinstalled.  The  next  step  is  to  adjust  the  output  reference  level  and 
test  the  dynamic  performance  of  the  circuit. 

Adjustment  of  Output  Reference  Level  and  Testing 

Testing  of  the  ECG  circuit  is  performed  on  the  calibrated  board.  The 
output  of  the  ECG  board  is  connected  to  the  digital  board  by  ribbon  cable 
at  connector  jacks  J2  and  J3.  The  sensor  array  is  connected  to  the  ECG 
circuit  through  the  input  jack  (Jl)  and  is  placed  flush  on  the  trachea 
below  the  pomum  adami  ("Adam's  apple").  Steady  and  firm  contact  with  the 
skin  should  be  maintained  at  all  times  during  testing.  After  the  signal  at 
TP10  has  settled  down  to  a  rectified  ECG  waveform,  the  baseline  of  the 
output  level  is  lowered  by  varying  potentiometer  VR11  of  amplifier  A10 
until  the  noise  level  is  completely  below  zero  volt. 


Calibration  of  Respiratory  Sound  Envelope  Circuit 
Calibration  of  respiratory  sound  envelope  circuit  does  not  require  a 
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same  as  that  of  ECG  circuit.  The  frequency  range  required  from  the  waveform 
generator  is  100  Hz  to  1  kHz.  The  respiratory  sound  circuit  is  shown  in 
Figure  S. 


Gain  Setting  of 


alification  Stage 


Connect  the  active  lead  of  the  waveform  generator  to  test  point  TP11 
(pin  6  of  amplifier  All)  of  the  respiratory  sound  envelope  circuit,  and 
remove  amplifier  All  from  the  circuit.  Set  the  frequency  of  the  waveform 
generator  to  400  Hz  with  an  amplitude  of  0.01  Vp_,  and  monitor  test  point 
TP  12  (pin  14  of  amplifier  A14).  Adjust  the  output  of  A14  to  give  1.3  Vp_p 
by  varying  potentiometer  VR14. 


Corner  Pr 


Setting  of  Envelope  Generation  Stage 


Attach  the  active  lead  of  the  waveform  generator  to  TP13.  Set  the  output 
of  the  generator  to  give  a  positive  going  wave  at  all  times  with  an 
amplitude  of  2  V  and  the  frequency  at  8  Hz.  The  corner  frequency  of  the 
low-pass  filter  is  adjusted  by  varying  potentiometer  VR13  until  the  output 
at  test  point  TP14  is  1.4  Vp_p  or  0.707  of  the  peak  value  (-3  dB) . 


Level-shifting  Setup  and 


c  Testin 


After  completion  of  calibration,  return  amplifier  All  to  its  socket. 
Plug  the  connector  of  the  microphone  element  into  the  input  jack  (J4). 
Place  the  sensor  array  on  the  trachea  flush  with  the  surface  of  a  subject's 
skin,  and  ask  him  to  breathe  normally.  Monitor  the  output  level  of  the 
respiratory  sound  envelope  at  TP15  (pin  1  of  LM348(2)).  Adjust  the  level  of 
the  baseline  by  varying  potentiometer  VR14  such  that  the  noise  level  is 
below  the  zero  reference  line  when  the  breathing  sound  is  minimal.  This 
action  completes  the  calibration  and  testing  of  the  ECG  and  respiration 
analog  circuits. 


Calibration  of  Digital  Circuit 


Calibration  of  the  digital  circuit  does  not  require  any  special 
connector.  The  test  equipment  used  in  calibration  of  the  digital  circuitry 
are  the  DC  power  supply  ( same  equipment  used  for  the  analog  circuits)  and  a 
frequency  counter  which  has  a  range  from  100  Hz  to  1000  Hz. 

Sampling  Clock  Adjustment 


With  the  frequency  counter,  monitor  test  point  TP18  (pin  3  of  LM555 
semiconductor  (U6)),  and  adjust  the  sampling  clock  pulse  to  512 
pulses/second  by  varying  the  potentiometer  VR16,  if  the  LM555  semiconductor 
is  warmed  up  (Fig.  6).  The  clock  rate  may  increase  slightly  as  the  LM555 
semiconductor  warms  up. 
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Zero  Offset  of  S/H  Chip 

To  calibrate  the  zero  offset  of  the  sample-and-hold  chip  (U2),  the 
multiplexer  chip  (Ul)  should  be  removed  from  the  circuit  board  and  the  test 
point  TP16  (pin  3  of  U2)  should  be  grounded.  Monitor  test  point  TP17  with 
an  oscilloscope  and  adjust  the  output  of  the  S/H  (U2)  so  that  the  waveform 
is  zero  during  the  hold  period  by  varying  potentiometer  VR15. 

LCD  Display  Contrast  Setup 

The  final  adjustment  is  setting  the  contrast  of  the  LCD  to  a  functional 
level  (maximum  contrast) .  This  action  is  accomplished  by  observing  the  LCD 
display  while  varying  the  potentiometer  VR17  (Fig.  8).  The  display  should 
be  viewed  from  an  angle  of  approximately  45  degrees  from  the  surface  of  the 
electronics  case. 


>  OPERATING  PROCEDURES 

I 

The  vital  signs  rate  meter  consists  of  three  major  parts:  the  sensor 
handle,  the  electronics  case,  and  the  power  supply.  Power  for  the 
electronics  consists  of  two  12-V  and  three  6-V  lantern  batteries  encased  in 
a  canvas  carrying  bag  with  an  ovar-th e-shoulder  strap.  The  batteries  are 
connected  to  the  electronics  case  by  a  5-lead  cable  with  5-pin  Amphenol 
connectors  at  each  end.  The  sensor  handle  is  connected  to  the  electronics 
case  with  an  8-pin  Philmore  microphone  connector.  Both  cables  must  be 
connected  before  the  rate  meter  may  be  used. 

Operator  techniques,  although  simple,  can  lead  to  poor  data  acquisition 
and  erroneous  readings.  We  recommend  that  the  rate  meter  be  turned  on  by 
the  on-off,  single-pole,  double-throw  switch  on  the  front  panel  of  the 
electronics  case.  Then  the  reset/start  button  (red)  is  depressed  and 
released  to  initialize  the  system.  This  action  is  followed  immediately  by 
depressing  and  releasing  the  display  hold  button  (black) .  Following  these 
two  actions,  the  liquid  crystal  display  should  show  MHR:  RR:"  and  a 

blinking  square  cursor  at  the  right  side  of  the  display. 

The  sensors  should  be  held  firmly  and  steadily  at  the  lower  portion  of 
the  trachea  to  ensure  that  the  electrodes  are  flush  (flat)  to  the  surface 
of  the  skin  and  the  microphone  is  in  the  center  of  the  trachea  below  the 
Adam's  apple.  Once  the  sensors  are  in  place,  the  operator  depresses  and 
releases  the  reset/start  button  to  begin  collection  of  data.  The  first 
rate  readings  will  appear  within  8  to  10  s.  During  the  data  collection  the 
operator  must  ensure  that  the  sensor  array  is  maintained  perfectly  still, 
otherwise  motion  artifact  will  be  introduced  by  the  operator. 

The  display  reading  will  continue  to  be  updated  about  every  3  to  5  s 
until  the  operator  depresses  the  display  hold  button.  This  action 
completes  and  stops  further  processing  of  data  while  holding  the  currant 
numbers  in  display  indefinitely.  Upon  completion  of  vital  signs 
measurement,  the  on-off  switch  should  be  placed  in  the  off  position. 
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CONCLUSION 


The  primary  goal  of  designing  and  fabricating  a  field  instrument  to 
measure  the  rates  of  the  two  primary  vital  life  signs,  heart  and 
respiration,  was  completed  under  this  contract.  The  vital  signs  rate  meter 
breadboard  prototype  is  the  basis  for  a  biomedical  instrument  to  provide 
classification  of  respiratory  function,  heart  valve  function,  as  well  as 
rate  information. 
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